TUCSON POLICE DEPARTMENT

CRIME LABORATORY tﬁ‘-\
The undersigned Quality Assurance Specialist, having been qualitied
by the Arizona Department of Public Safety for Intoxilyzer 5000

Inspection, and having performed such inspections on Intoxilyzer 5000

¢ [§  Seral# (b - 00%0/5 certifies by her signature:

on ?*_f;ﬂf/ﬂﬁf- . witharesuitof .08 AC. 85 @E{ AL,

and on _£7/2 /04 . with a result of 0.0Z& AC. _p0FHAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. 1o 0.090 AC) . as defined by R9-14-404 A 3.

No problems were reported concemning this instrument between these

Bore A,

[rene Doran

two dates.

ADPS QAS Permit #QAS 293586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to before me




TELS REPORT PREPARED PURSUANT TO DOTY? IMD20S5EZD 8°
A.ALC. RI-14-404 ()

P4,

'L——-

agzncy Tucson Police ga S2EcracIsT \2nn %fj_CmeE) L'l,Lﬂ'LLa.D

INTOXILYZER SERIAL !ﬂg4QQQKHE§ @‘Eﬂ LOCATION ?1LH-HQ

el Display reads "READY TO STAIT" gr NSUSHE SUTTON TO s=iss
mEeT. )
DTRGHNOSTIC TESTS
v DVM Tast check. Setting should be Setwesn =200 and
«+600. Mode seleciion switch §2 on, 5% and 53 off ox
keyhoard menu selection "H". RBsading is _.YITL ¥
' Displey TPesc check. Mode selectian switch St on angd 53
znd 53 off o kevhboard mshu selection WWH,
v/f Printer Tast check. Mode salsciion switeh 5%, .52, S53
gL L or KeVihoaerd menu selsoction "3
v/ Clock time check. HMode ssalsction switch S10 on oo
keybhozard menu selection "EZU.
wff Date cheack Modse selection switch: 511 enor Xeyvbhoazd
menu Sselecityon HaE!
ORERATIONAT TESTS
5 Alcohgl fres subject Tesi Fasult 0.000 ac
Error Tecognitien logic system Tuncticning
Invalid test printed
v’ Proper sampls racognition systenm
Invalid sample printsd.”
Dafic% 2nt sampla nrinted~”
N/A o eness of sample purgs wi collection tuba=*x

o]
[
&t
137

hicn tandard
- 5.0B7x0814C

ng properly and accuratelw.

SIGHNATURE

.y -“f‘ﬂ alca 1 concentration standard cgollect=d for subssgquent
analysis. x#

*WITH OR WITHQUT VAPOR RECIRCULATION AND WITE OR WITHOUT XKEYSOARD
*%THTH GTEP IEBE ONLY REQUIRED I¥ THIS DEVICE IE EERING USED FOR
EAMPLE CAPTURE.

H5/DSLS/Form CL17(Rev.7-93)
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TEIB8 REPCRT PEFXPARFED PURSUANT TOQ DUTY IHYOSED BY
ALA.C. RI-14-404 (1)

ARTZONA DEPARTHENT OF EEALTH BERVICES

ETANDARD QUALITY ASSUHRANCE BPROCEDURES
INTOIILYZER HMODEIL 5C0oQ0+

STANDARD CALIBRATION CHECK PROCEZDORE '\

. o
yzer Serial#f OIS [Aflocation
cialist x\mmg% E;mwd&‘_% il

o Palice DegArtment Data 7' \ % Tize [00D
PO

(Print Hame)
Pour 2. standard alconhol solution of Xnown value inta a
clean dry simulator jar sand assemble the simulator.
Insure: that a tight seal has been mads.
standard wvalus: 0.0%0 e
Turn on the simulator and allow the temperature to
rzach J4°C+.2°C.

Set I[ntoxilyzer made selection in the ACA mode by
switching mode selection switch #3% on or selecting "Cc“

on Keyboard menu.

Attach simuilator to the simulator entrance port on the
Intexilyzer.

Intoxilyzer 5000 display reads "READY TQ START" or
“PTISH BUTTON".

Push Start Test button or press enter on keyboard.
Insert card in responss to display

Air hlank completed.

calibration check completed.

Test rasults 0.08ZACE0.0%\ ac

Air hlank complested.

Whan display reads Test Complete remove evidencs card.

Attach the card to the camplaged checklist.
Return mode selecticon switch #8% to off position afiter
all calibration checks are complete or type Q and enterx

) imsdie £ Covuds

*WITH OR ﬁITiGGTCLiEGR RECIRCULATION AND WITH OR WITECUT EEYXBOARD

DHS/DSLS/Form C116 (Rev.7-393)



THEIS REPOUT PREPAAFED PURSUOMANT TG DOTY THEQ
ALALC. RI-L4-404 (A}
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§TANDARD QUALITY AS ® PROCEZDURES
TNTOXILYZER MODEL 5000+ &f\

AGENCY Tucson Police QA SPECIALIST aédfff?ﬁ_ipdr¥rfl 5ﬂ?;353/
oxivzEn SERIAL #@lp- OHOIS(FIE) 1ocazron L;ﬁa

Stetie £ F-200% TiHz /O35
— <

isplay Teads "READY TO START" or “PUSH SUITON TO START
e

_____ DN (5 e i B0 e S8 ST i

DIAGNOSTIC TESTS
DVM Taest check Sstting should be betwesn .200 and
_600. Mode selection switceh 52 on, 51 a2nd 53 eoff or
weyboard menu sslection "H!". Reading is . BHFC .
héﬁi: Display Test check. Made salgction switch 51 an and 52
and 53 off or keyboard menu selection "V'.
= Printar Test chack. Mode selection switch S1, 52, 53
oLt or keyboard menuy selection NE2Y
;f_g-_n% Clack tim=s check. Hode sslection switch 510 on or
kevboard menu sslection "Z'.
20 Dats chack. Mods selsction switch S11 on or keyvboard
mene selacciagn e i
QECEATIONAL TESTS
i£§¢- ilcohol free subject Test rasult 0. OO - a:
Error recognition logic systam functioning
Invalid test printed
2N Dropar sample recognitieon system
Invalid sample print=d
. Deficient sample printad
© W/A Complstensss of sample purge with collsction tubs*=*
P Calibration standard 0. @Of? AC
Results: 0. 0F6AC. « 0. 0F FAT
Inscrument ope:atiﬂg properly and accurataly. YES_NO

% |

COMMENTS : 1 2= [ Moved clock g (ﬂ"d/

]
¢L£ alecahol concentration standard collected for subssgueant!
analysls,**

*WITH OB WILTHOUT ?EEGR RECTIRCULATION AND WITEH OR WITHOUT KEYSO0ARD
**THTS BTE? T5 ONLY REQUIRED IFP TEIS DEVICE IS BEILNG USED FCOR
BAMPLE CARPTURE.

DHS/DSLS/Form €117 (Rev.7-93)
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“A{2r~) 10. Air bla
Lal-gg=) 11l. When display Teads

EIATRHIT B

THIS REPORT PREPARED PURSUANT TO LOUTY IMPOSED BY
A.A.C. RI9-14-404 (A)

ARIZOMNA DEPARTHENT OF HEALTHZ SEZRVICES

BTANDARD QUALITY ASSURANCE PROCEDURES
INTOITTLYZER MAODEL 5000%

ETANDARD CATTBREATION CHECK FTRACZDORE éh

Police Nepartrment+ Date ‘E’/fg/g‘f Tinme ;_’ﬁ:_'n’i

Agency-_ TUCSCH g e
Intoxilyzer Serial# &&'ﬂﬂ?ﬁ%ﬁ@ﬁ?kﬂcaticn A
QA Specialist Lrenc Doran ff-@.gij

(BErint Hame)
(P&) 1. Pour a standard alcohol solution of known value intg a
clean dry simulator jar and assemble the simulator.

Insure that a tight seal has besen =ade.
Standard value: 0. 080 AC

(Ls) 2- Turn on the simulater and allow tha temperatiure to
reach J34°CE 2%C.

{&%) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or sslecting "c"
on keybgard menu.

() 4. Atthuh simulatdar to the simizlator entrance porkt ‘on Lthe
Intoxilyzer,

AT 2] 3 Intoxilyzer 5000 display reads "READY TO START" or
WPUSH BUTTON™.
at L) 6. Push Start Tast bution or Dress entsr on keybaard.
4%ixﬂwj 7. Imsert card in cesponse to display.
bolwgr—] 8. Alr blank combleted.
émiﬂgTj g. Calibration check completed.
Test results 0.AFY 4+ 0.0FF2C
-1

1k completad

I

s removs evidance card:
ed checklist.

off position after
e or type @ and entser

o
AZttach the card to T
() 12- Return made sa1ec:;¢n switch #
all calibration checks are Com]

1 keyboard.

SIGMATURE QM z(ﬂ& e

*wITHE OR FITHDUT VTAFPOR RECIRCULATION AND WITE OR WITEOUT XEYBOARD

HS/DSLS/Form Clls (Rev.7-93)



